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“alscience
Work Order Narrative

Work Order: 14-01-0923 Page 1 of 1

Samples were received under Chain of Custody (COC) on 01/16/14. They were assigned to Work Order 14-01-0823.

Uniess otherwise noted on the Sample Receiving forms all samples were received in good condition and within the
recommended EPA temperature criteria for the methods noted on the COC. The COC and Sample Receiving Documents are
integral elements of the analvtical report and are presented at the back of the report.

All samples were analyzed within prescribed holding times (HT) and/or in accordance with the Calscience Sample Acceptance
Policy uniess otherwise noted in the analytical report and/or comprehensive case narrative, if required.

Any parameter identified in 40CFR Part 136.3 Table |l that is designated as "analyze immediately” with a holding time of <= 15
minutes (40CFR-136.3 Table i, footnote 4}, is considered a "field" test and the reported results will be qualified as being
received ouiside of the stated holding time unless received at the laboratory within 15 minutes of the collection time.

Guality Control:

All quality control parameters (QC) were within established control limits except where noted in the QC summary forms or
described further within this report.

Additional Co nise

Air - Sorbent-extracted air methods (EPA TO-4A, EPA TO-10, EPA TO-13A, EPA TO-17): Analytical results are converted from
mass/sample basis (o mass/volume basis using client-supplied air volumes.

New York NELAP air certification does not certify for all reported methods and analvtes, reference the accredited items here;
Mip e calsclencs comiPDF Mew York pof

Solid - Unless otherwise indicated, solid sample data is reported on a wet weight basis, not corrected for % moisture, All QC
results are always reported on a wet weight basis.

tractor Infor

Unless otherwise noted below {or on the subcontract form), no samples were subcontracted.

7440 Lincoln Way, Garden Grove, CA 82841-1427 - TEL: (714) B95-5484 » FAX: (714} 884-7501
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aiscience

nvironmental Sample Summary

aboratories, Inc.

Client:  The Bodhi Group Work Crder: 14-01-0923
5480 Baltimore Drive, Suite 207 Project Name: SO87002
La Mesa, CA 91842-2088 PO Numbern:
Date/Time 01/18/14 19:30
Received:
Number of 7
Containers:

Attn:  Sres Gopinath

Sampile identification Lab Number Coliscion Date and Time Mumber of Matrix
Containers
P3T18-1.3-1.4 14-01-0823-1 09715444 15:00 1 Rolid
PBY019-1.3-1.40 14-01-0823-2 0115414 15,00 1 Bolid
PRTO08-1.8-1.8 14-01-0823-3 G4/15/14 15821 1 Sadid
PRTO18-2.1-2.2 14-01-0823-4 G9/18/14 15:37 1 Sedid
PRYO0S-2.0-2.1 14-01-0823-5 81/18/14 18:00 1 Solid
PRT0M8-2.1-2.20 14-01-0923-8 0t/1544 15:37 1 Sotid
PRTO06-2.1-2.2 14-31-0923-7 01715714 18:18 1 Golid

7440 Lincoln Way, Garden Grove, CA 82841-1427  «  TEL: (714) 895-8484 = FAX: (714) 894-7501
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aiscience

" nvironmental Detections Summary

. aboratories, inc.

Clignt:  The Bodhi Group Work Order 14-01-0823
5480 Baltimore Drive, Suite 207 Project Mame: 8067002
Lz Mesa, CA 81842-2068 Received: 01716714
Altn: Sree Gopinath Page 1of 1
Result RL Units Mathod
PETO19-1.3-1.4 {14-01-0823-1)
Moisture 5.20 0400 Yo ABTM 0-2216 (M) MNIA
Aroglor-1248 350 50 ugkg EPA 8082 EPa 3848
Arpclor-12584 470 50 ugfkg EPA 8082 EPA 3545
PBT018-1.3-1.40 (14-01-0823-2)
Moishure 4.30 0,100 % ASTM D-2218 () NiA
Arocior-1248 a2 d 14* kg EPA 8082 EPA 3545
Arocior-1254 176 50 ugrkg EPA 8082 EFPA 3545
FET008-1.8-1.8 (14-01-0923-3)
Moisture 3.80 0.100 % ASTM D-2218 (M) NI
Aroclor-1248 38 4 15" ugikg EPA 8082 EPA 3545
Arocior-1254 330 &0 ugky EPA BD82 EPA 3545
PBT18-2.1-2.2 (14-01-0823-4)
Molsture 5.90 31060 % ASTM D-2218 (M) BiA
Arockor-1254 18 J 12* ugfkg EPABDA2 EPA 3545
PBT005-2.0-2.1 {14-01-0823-5)
Molsture 8.80 8100 % ASTM D-2218 (W) NIA
Arocior-1248 180 50 ugkg EPA 8082 EPA 3545
Aracior-1254 220 50 ugikg EPA 8082 EPA 3545
PETO18-2.1-2.2D (14-01-0823-6)
Moisture 10.0 3.100 k! ASTM D-2218 (M) M
Araclor-1248 20 J 147 ugkg EPA BOB2 EPA 3545
Aroclor-1254 45 J 12 ugkyg EPA 8082 EPA 3545
PBT008-2.1-2.2 (14-01-0823-7)
Molsture 6.80 $.160 % ASTHM [3-2218 (W) NiA
Aroclor-1248 280 50 gk EPA 8082 EPa 3548
Aroclor-1254 340 56 ugfkg EPA 8082 EPA 3545

Subcontracted analyses, if any, are not included in this summary.

* MDL is shown

7440 Lincoin Way, Garden Grove, CA 92841-1427 « TEL (714) 895-5494 -+ FAX: (714) 884-7501
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Analytical Report

aboratories, Inc.

The Bodhi Group Date Received: 01/18/114
5480 Baltimore Drive, Suite 207 Work Order: 14-01-0923
La Mesa, CA 81842-2068 Preparation: NiA
Method: ASTM D-2218 (M)
Units: o,
Project: 8067002 Page 1 of 1
Client Sample Number Lab Sample Date/Time Matrix instrument Date Date/Time QC Batch ID

Parameier
Moisture

0.100

1

Parameter Resuit RL BDE Qualifiers
Moisture 4.30 0.100 1

Parameter Result BL BE
Moisture 3.80 0.100 1

Parameter Result RL Qualifiers

Moisture 9.80 0.100

= I
=

Parameter Result BL DE
Moisture 6.80 0.100 1

Parameter Result BL DE ualifi
Moisture 10.0 0.100 4

Par; er Result Ri BFE Qualifiers
Moisture 6.80 0.100 1

Parameter Result RL
Moisture ND 0.100 1

RL: Reporting Limit.  DF: Dilution Factor. MDL: Method Detection Limit.

7440 Lincoln Way, Garden Grove, CA 92841-1427 - TEL: (714} 895-5404 - FAX: (714) 894-7501
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alscience

nvironmental Analytical Report

aboratories, Inc.

The Bodhi Group Date Received: 01/16/14
5480 Baltimore Drive, Suite 207 Work Order: 14-01-0823
La Mesa, CA 91842-2066 Preparation: EPA 3545
Method: EPA B082
Units: ugikg
Project: 80687002 Page 10of 4
Client Sample Number Lab Sample Date/Time Matrix Instrument Date DatefTime GG Baich iD

Number Collected Prepared Analyzed

Comment(s): - Results were evaluated to the MDL {DL), concenirations >= to the MDL (DL} but < RL (LOQ), if found, are qualified with a "J" flag.

Parameter Resylf RL MDL BE Lualifiers

Aroclor-1018 ND 50 14 1

Arocior-1221 NO 50 13 1

Arocior-1232 ND 50 11 1

Arocior-1242 ND 50 12 1

Aracior-1248 350 50 14 1

Argclor-1254 470 50 12 1

Aroclor-1260 ND 50 11 1 \\\%‘E\\\
Arocior-1262 ND 50 12 1 §\
Decachlorebiphenyl 103 24-168

2.4,5 6-Tetrachioro-m-Xylene 80 25-145

Comment(s): - Results were evaluated to the MDL (DL), concentrations >= to the MDL (DL} but < RL (LOQ), if found, are qualified with a "J* flag.
Parameler Resulf RL MDL BE Qualifiers
Aroclor-1016 ND 50 14 1

Aroclor-1221 ND 50 13 1

Aroclor-1232 ND 50 11 1

Aroclor-1242 ND 50 12 1

Aroclor-1248 32 50 14 1 J
Aroclor-1254 170 50 12 1

Arocior-1260 ND 50 " 1

Araclor-1262 ND &0 12 1

Surrogate Rec. (%) Control Limits Qualifiers

Decachlorobiphenyt 99 24-168

2,45 6-Tetrachioro-m-Xylene 79 25-145

RL: Reporting Limit.  DF: Dilution Factor. MDL: Method Detection Limit.

7440 Lincoln Way, Garden Grove, CA 92841-1427 » TEL: (714) 895-5484 - FAX (714) 894-7501
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_alscience
, Analytical Report

aboratories, Inc.

The Bodhi Group Date Received: 01/16/14

5480 Baltimore Drive, Suite 207 Work Order: 14-01-0923

La Mesa, CA 91942-2068 Preparation: EPA 3545
Method: EPA 8082
Units: ugikg

Project: 9067002 Page 2 of 4

Client Sample Number Lab Sample DatelTime Matrix Instrument Date Date/Time GC Batch 1D

Number Collected Prepared Analyzed

Comment(s): - Results were evaluated to the MDL (DL}, concentrations >= 1o the MDL {DL) but < RL (LOQ), if found, are qualified with a "J" flag.

Parameter Result BL MDL BE Qualifiers

Arocior-1018 ND 80 14 1

Arocior-1221 MND 50 13 1

Aroclor-1232 ND 50 11 1

Aroclor-1242 ND 50 13 1

Arocior-1248 38 50 15 1 J

Arocior-1254 330 50 12 1

Aroclor-1260 ND 50 11 1 %\%{\\
Aroclor-1262 ND 50 12 1 \%\\
Surrogate Beo. (% Cualifiers

Decachiorobipheny! 94

2.4,5 8-Tetrachioro-m-Xyleng 80

Comment(s): - Results were evaluated to the MDL (DL), concentrations >= to the MDL (DL} but < RL (LOQ), if found, are qualified with a *J" flag.
Parameter Resuit BL MBL DE Qualifiers
Aroclor-1016 ND 50 14 1
Arocior-1221 ND 50 13 9
Aroclor-1232 ND 50 11 1
Aroclor-1242 ND 50 12 1
Aroclor-1248 ND 50 14 1
Aroclor-1254 18 50 12 1 J
Araclor-1260 ND 50 kN 1
Aroclor-1262 ND 50 12 1
YT Rec. (%) Gontrol Limits Qualifiers
Decachiorobiphenyl 93 24-168
2.4,5,6-Tefrachloro-m-Xylene 83 25-145

RL: Reporting Limit.  DF Dilution Factor.  MDL: Method Detection Limit.

7440 Lincoln Way, Garden Grove, CA 82841-1427 = TEL: (714) 885-5484 » FAX: (714) 894-7501
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alscience

avironmental Analytical Report

aboratories, Inc.

The Bodhi Group Date Received: 01/16/14
5480 Baltimore Drive, Suite 207 Work Order: 14-01-0823
L.a Mesa, CA B1842-2066 Preparation: EPA 3545
Mathod: EPA 8082
Units: ug/kyg
Project: 8087002 Page 3 of 4
Client Sample Number Lab Sample Data/Time Matrix instrument Date Date/Time QC Batch ID

Number Collected Prepared Analyzed

Comment(s): - Results were evaluated to the MDL {DL), concentrations >= to the MDL (DL) but < RL (LOQ), if found, are qualified with a “J* flag.

Parameter Result RL ML DE Qualifiers

Aroclor-10186 NE 50 14 0.896

Aroclor-1221 ND 50 13 0.896

Arpcior-1232 ND 50 11 0.998

Aroclor-1242 ND 50 13 0.986

Aroclor-1248 150 50 14 0.996

Arodlor-1254 220 50 12 (.986

Aroclor-1260 ND 50 11 0.996 \\\\\\\\\\\\
Arotior-1262 ND 50 12 0.996 \§
Decachiorobiphenyt 160 24-168

2.4.5 8-Tetrachloro-m-Xyiene 81 25-145

Comment(s): - Results were evaluated to the MDL (DL), concentrations >= to the MDL (DL) but < RL (LOQY), if found, are qualified with a "J" flag.
Parameter Resuit RL MDL DF Qualifiers
Aroclor-1016 ND 50 14 1

Araclor-1221 ND 50 13 1

Aroclor-1232 ND 50 11 1

Aroclor-1242 ND 50 12 1

Aroclor-1248 20 50 14 1 J
Aroclor-1254 45 50 12 1 J
Aroclor-1260 ND 50 11 1

Aroclor-1262 ND 50 12 1

Surrogate Rec. (%) Control Limits ifier,

Decachiorobiphenyl 100 24-168

2,4.5 8-Tetrachloro-m-Xylene 88 25-145

RL: Reporting Limit.  DF: Dilution Factor.  MDL.: Method Detection Limit.

7440 Lincoln Way, Garden Grove, CA 92841-1427 = TEL: (714) 895-5484 - FAX: (714) 8§84-7501
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_alscience

nvironmental Analytical Report

aboratories, inc.

The Bodhi Group Date Received: 01/16/14
5480 Baltimore Drive, Suite 207 Work Order: 14-01-0823
La Mesa, CA 91942-2068 Preparation: EPA 3545
Method: EPA BOS2
Units: uglkyg
Project: 8087002 Pagedof 4
Client Sampie Number Lab Sample Date/Time batrix Instrument Date Date/Time OC Batch ID

Mumber Collected Prepared Analyzed

Commenti(s): - Results were evaluated to the MDL (DL}, concentrations »= to the MDL (DL) but < RL (LOGQY), if found, are qualified with a *J” flag.

Parameter Result EBL MBL DE Qualifers

Arocior-1018 MDD 50 14 1

Arocior-1221 ND 50 13 1

Aroclor-1232 ND 50 " 1

Aroclor-1242 ND 50 12 1

Aroclor-1248 260 50 14 1

Aroclor-1254 340 50 12 1

Arocior-1260 ND 50 11 1 %\%
Aroclor-1262 NI 50 12 1 §
Decachlorobiphenyt 100 24-168

2.4.5 8-Tetrachioro-m-Xylene 83 25-145

Comment(s): - Results were evaluated to the MDL (DL}, concentrations >= fo the MDL (DL) but < RL (LOQ), if found, are qualified with a "J" flag.
Parameter Result BL ML DE Qualifiers
Aroclor-1016 ND 50 14 1

Aroclor-1221 ND 50 13 1

Aroclor-1232 ND 50 11 1

Argclor-1242 ND 50 12 1

Aroclor-1248 ND 50 14 1

Aroclor-1254 ND 50 12 1

Aroclor-1260 ND 50 1 1

Aroclor-1262 ND 50 12 1

Surrovate Rec. (%) Conlrol Limits Qualifiers

Decachlorobiphenyt 110 24-168

2,45 6-Tetrachioro-m-Xylene 113 25-145

RL: Reporting Limit.  DF: Dilution Factor.  MDL: Mathod Detection Limit.

7440 Lincoln Way, Garden Grove, CA 82841-1427 »  TEL: {714) B95-5494 - FAX: (714) 894-7501
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nvironmental
aboratories, inc.

Page 11 of 18

Quality Control - Spike/Spike Duplicate

The Bodhi Group Date Received: 01/16/14
5480 Baltimore Drive, Suite 207 Work Order: 14-01-0923
La Mesa, CA 91842-2066 Preparation: EPA 3548
Method: EPA 8082
Project: 80687002 Page 1 of 1
Quality Controf Sample 1D Type Matrix Instrument Date Prepared Dale Analyzed MS/MSD Batch Number

Paramsier Sample  Spike M8
Cone, Agided sonc,

Aroclor-1016 ND 160.0 95.88

Aroclor-1260 ND 160.0 78.38

MS 218] MaD %Rec CL BPD RPDCL Qualifiers
Y%eiter, Cong, Y%Ren,

86 88.07 88 50-135 2 0-20

78 79.47 79 50-135 1 -25

RPD: Relative Percent Difference.  CL: Control Limits

7440 Lincoln Way, Garden Grove, CA §2841-1427

TEL: (714) 895-5404 FAX: (714) 894-7801
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, Guality Control - Sample Duplicate

aboratories, Inc.

The Bodhi Group Date Received: 01/16/14
5480 Baltimore Drive, Suite 207 Work Crder: 14-01-0823
La Mesa, CA 91942-2066 Preparation: R/A
Method: ASTM D-2216 (M)
Project: 9087002 Page 1 of 1
Quality Conirol Sample 1D Type Matrix instrument Date Prepared Dale Analyzed Duplicate Baich Number

Parameier Sample Cong BUR Cone, BRED R Qualifiers
Muoisture 5200 5.100 2 0-10

RPD: Relative Percent Difference.  CL: Condrol Limits

7440 Lincoln Way, Garden Grove, CA 82841-1427 = TEL: (714) B95-5494 - FAX: (714) 894-7501

ED_002285_00003722-00012
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Page 13 0f 18

The Bodhi Group
5480 Baltimore Drive, Suite 207
La Mesa, CA 91942-2068

Project: 90687002

Date Received:
Work Order:
Preparation:
Meathod:

01/16/14
14-01-0823
EPA 3545
EPA BOB2

Page 1 of 1

Cuality Control Sample 1D Type Matrix

Instrument

Paiameler Spike Added
Arpclor-1016 100.0
Aroclor-1260 100.0

Date Prepared Date Analyzed LCS Batch Number

i LCS %Rec. %Bec. CL Cualifiers
103.8 104 50-135
97.80 o8 50-135

////A///f/}f//[/f

RPD: Relative Percent Difference. CL. Condrol Limils

7440 Lincoln Way, Garden Grove, CA 82841-1427

TEL: {714) 885-5484

FAX: (714) B94-7501
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alscience

nvironmental Sample Analysis Summary Report

aboratories, inc.

Work Order: 14-01-0923 Page 1 of 1
Mothod Extraction

ASTM D-2216 (M) NiA 1

EPA 8082 EPA 3545 1

Location 1. 7440 Lincoln Way, Garden Grove, CA 92841

7440 Lincoln Way, Garden Grove, CA 92841-1427 »  TEL: (714) 885-5484 = FAX: (714) 8047501
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alscience

Glossary of Terms and Qualifiers

Work Order: 14-01-0823 Page 1 of 1

HOH

HOL

JA
ME
ND

3G

BEEERIIRRRSAEY

Ses applicable analysis comment.
Less than the indicated value,
Grealer than the indicated valus.

Surrogate compound recovery was out of control due to a required sample dilution. Therefore, the sample dala was reported without further
clarification.

Surrogate compound recovery was out of conbrol due o matrix interference. The associated method blank surrogate spike compound was
in conrol and, therefore, the sample dala was reported without further clarification.

Recovery of the Matrix Spike (M8) or Mairix Spike Duplicate (MSD) compound was out of control due to suspected malrix interference. The
associated LCS recovery was in condrol.

The MSMED RPD was out of control due to suspected mairix interference.

The PRS/PDSD or PES/PESD associated with this balch of samples was out of control due to suspected matrix inferference.
Surrogate recovery below the acceplance Hmit,

Surrogate recovery above the acceplance Himil.

Analyle was present in the associated method blank,

Sample analyzed afler holding time expirsd.

Sample received after holding time expired.

Conceniration exceeds the calibration range.

Sample was extracied past end of recommended max. hoiding time,

The chromatographic patiern was inconsistent with the profile of the reference fusl standard.

The sample chromatographic paitern for TPH maiches the chromatographic pattern of the specified standard but heavier hydrocarbons
were also present (or detecied).

The sample chromalographic pattern for TPH matches the chromatographic patiern of the specified standard but lighter hydrocarbons were
also present (or detected).

Analyte was detected al a concentration below the reporting limit and above the laboratory method detection imit. Reported valua is
estimated.

Analyte positively identified but quantitation is an estimate.
LCS Recovery Percentage is within Marginal Exceedance (ME} Control Limit range (+/- 4 8D from the mean).
Parameler not detecled at the indicated reporting imit.

Spike recovery and RPD control limits do not apply resulting from the parameter concantration in the sample excesding the spike
concentration by a factor of four or greater.

The sample exiract was sublected 1o Silica Gel treatment prior to analysis.

% Recovery and/or RPD sul-of-range.
Analyle presence was nol confirmed by second column or GO/MS analysis,

Solid - Unless otherwise indicated, solid sample data is reported on a wet weight basis, not corrected for % moisture. All OC resulls are
raporied on a wet weight basis.

Any parameter identified in 40CFR Part 136.3 Table | that is designated as "analyze immediately” with & holding tme of <= 15 minutes
(4GCFR-136.3 Table 1, footnole 4), is considered a "ficld” test and the reported results will be qualified as being received outside of the
stated holding time unless received at the laboratory within 15 minutes of the collection time.

A calculated tolal result (Example: Total Pesticides) is the summation of each component concentration andfor, if *J” flags are reporied,
estimated concentration. Component concentrations showing not delected (NI are summed info the caloulated total result as zero
concentrations.

7440 Lincoln Way, Garden Grove, CA 92841-1427 - TEL (714) 805-8494 -« FAX: (714) 804-7501

ED_002285_00003722-00015
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| Cooler _| of |
pate: _01/16/ 14

TEMPERATURE: Thermometer ID: SC1 (Criterla: 0.0°C - 8.0°C, not frezeypt sediment/tissue)
Bl

Temperature @NO °C.0.3°C iR = E ?;QS

3 Sample(s ) outside temperature criteria (PMAPM contacled by 3.

CLIENT: |

ank L] Sample

1 Sample(s) outside temperature criferia but received on ice/chilled on same day of sampling,
[1 Received at ambient temperature, placed on ice for transport by Courler,
Ambient Temperature: [ Alr {7 Filter Checked by: / |

CUSTODY SEALS INTACT: / J

T Cooler ; 1 No (Not Intact) Not Present T N/A  Checked by: ‘-
] Sample o 3 No (Not Intact) 7 Not Present Checled by: 7351
SAMPLE CONDITION: Yes No N/A
Chain-Of-Custody (COC) document(s) received with samples................... Ef ] ]
COC document(s) received COMDIBIB. ... e @/ ] O

[ Collection date/time, matrix, and/or # of containers logged in based on sample labels.
1 No ana!ysgs regussted. T Notrslinguished. B Ne da‘ie time relinquished.

Samplers name indicated on COC. ... @/ O o
Sample container labei{s) consistent with COC........ i O @/ ]
Sample container(s} intact and good condition......... ... Z{ ] I
Proper containers and sufficient volume for analyses requested... ... ﬁ/ ] ]
Analyses received within holding time..... .. . Zj/ O ]

Agueous samples received within 15-minute holding time
£ pH [ Residual Chloring [ Dissolved Sulfides [T Dissoived Oxygen........... I

00

Proper preservation noled on COC orsample container... ... [
I3 Unpreserved vials received for Volatiles analysis

Volatile analysis container(s) free of headspace........ ...

NN

Tedlar bag(s) free of condensation. ..o " O
CONTAINER TYPE:

Solid: [D40zCGJ FiBezCGJ [1160zCG) [MSleeve ( ) DEnCores® DTerraCores® [
Agqueous: (VOA DVOAR TVOANa, [1125AGR [J125AGBh [1125ACBp [I1AGB (J1AGBna, [1AGBs
CI500AGE CI500AGS [I500AGJs [I1250AGB [250CGB [I250CGBs (11PB [I1PBna [I500PB

[I250PE (O250PBn [3125PB 125PBznna J100RJ [HM00RIne, U ] 3
Air: OTediar® OCanister Other: O Trip Blank Lot#: {abeled/Checked by: /9 1
Container: C: Clear & Amber P: Plastic G: Glass J: Jar B: Boltle  Z: Ziploc/Resesiabie Bag B! Envelops Reviewsd by: é 2/

Preservative: hi HCL n: HNG; nagNep$,0; na: NaOH pr HPO, 81 Hp50, ot Ultra-purs 2nna; Znacy+NaOH £ Filered Scanned by: ég ¢

SOP TI08_09¢ (07131143

ED_002285_00003722-00017



Page 18 of 18

WORK ORDER #: 14

SAMPLES - CONTAINERS & LABELS: Comments:

L] Sample{s) NOT RECEIVED but listed on COC

] Sample(s) received but NOT LISTED on COC

[T Holding time expired ~ list sample 1D{(s} and test

Ll insufficient quantities for analysis — list test

{Jimproper container(s) used — list {est

[Hmproper pressrvative used — list test

] No preservative noted on COC or label -~ list test & notify lab
[l Sample labels illegible — note test/container type

Eﬁéamp&e label{s] do not match COC — Note in comments

L1 Sample D

@(E?ate andfor Time Collected (&) Colleetivm Fhme P S oot
L] Project Information B Frl o

[1# of Container{s)

1 Analysis

[ Sample contalner{s} compromised — Note in comments
[ Water present in sample container
{1 Broken

L1 Sample container{s) not labeled

(1 Air sample container(s) compromised — Note in commenis
[JFlat
L ¥ery low in volume
{1 Leaking (Not transferred - duplicate bag submitted)
1 Leaking (transferred into Calscience Tedlar® Bag*)
{1 Leaking (transferred into Client’s Tedlar® Bag*)

L1 Gther:

HEADSPACE — Containers with Bubble » 6mm or % inch:

Sample# | Contsiner | #ofVials Sample # Containgr (s} # of Vials Sample # Contal # of Cont. Analysis
10{s) Reesived Renebved s} reosived
Comments:
“Transferred at Client’s request, Initial / Date: 3 34 017/ /14

SOP T106_080 {08/31/11)
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